
Lot Number:

PL.3006 Expiration Date:

Additional Information

Storage conditions: 2-30ºC The product is intended for in vitro 

the IFU. use only.

Quality Control Testing

Functionality test results: visual interpretation at 10 minutes

1. Sensitivity test.

Dilutions from standard: approved.

Quality Control result

Approved.

Release 
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Materials prepared in product buffer: approved.

CERTIFICATE OF ANALYSIS

Product Name:

2021 02 28Product Code:

Proflow H.pylori

Test conditions: As defined in 

P-252
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Date Quality Control

2019/08/19

2. Specificity test.


